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FOREWORD This Indian Standard (First Revision ) was adopted by the-Bureau of Indian Standards on 19 May 1989, after the draft finalized by the Thoracic and Cardiovascular Surgery -Instruments Sectional Ccmmittee had been approved by the Medical Equipment and Hospital Planning Division Council. This standard was first issued in 1972. In this revision, requirements for material have been altered, tolerance on various dimensions have been specified and the clauses on surface condition Besides, a recommended sampling plan has and marking and packing have been modified. been added. For the purpose cf deciding whether a particular requirement of this standard is complied with, the F,nal value, cbserved or calculated, expressing the result of a test, shall be rounded off in accordance with IS 2 : 1960 `Rules for rounding off numerical values ( revised )`. The number of significant places retained in the rounded off value should be the same as that of the specified value in this standard.

IS 6467 : I989

Indian Standard

THORACICSURGERYINSTRUMENTSPERIOSTEOTOME,RIB,ALEXANDER'S PATTERN- SPECIFICATION
( First Revision )
1 SCOPE

4 SHAPE AND DIMENSIONS 4.1 The shape and Jimcnsions shall be as shown in Fig. 1. 4.2 Tolerances Tolerance on various dimensions shall be as given below: f 0'05 mm on dimensions up to 2'0 mm; & 0'1 mm on dimensions above 2'0 mm and up to 5'0 1nm; -k 0'2 mm on dimensions above 5'0 mm and up to 20'0 mm; -f 0'5 mm on dimensions above 20'0 mm and up to 50'0 mm; =t 1'0 mm on dimensions above 50'0 mm and up to 100'0 mm; & 2'0 mm on dimensions above 100'0 mm. 5 HEAT TREATMENT 5.1 The tips of the instrument shall be hardened and tempered to a hardness of 450 to 550 HV, with IS 1501 whee tested in accordance ( Part 1 ) : 1984.
6 WORKMANSHIP 6.1 The

This standard prescribes requircmcnts and tests for Alexander's pattern rib periostcotome used in thoracic surgery.
2 REFERENCES

of the instrument

The following Indian Standards adjuncts to this standard: IS No.
IS 1570 ( Part 5 ) : 1985 Schedules
steels:

are necessary,
Title

for wrought Part 5 stainless and steels heat-resisting ( second revision ) Methods sampling for random

IS 4905 : 1968

IS6603 : 1972 IS 7531: 1975

Specification for stainless steel bars and flats Method for boiling and autoclaving test for corrosion resistance of stainless steel surgical instruments

3 MATERIAL 3.0 The instrument

conforming 1972.
25

shall be made of stainless steel to Designation 40Cr13 of IS 6603 :

handle shall be hollow and shall neatly and soundly brazed or soldered.

be

6.2 The blades shall be screwed-in and soldered to the handle. The soldering shall be neat and
2

Ii.5

R

SUITAHLE

GROOVES

All dimensions F1o.1

in millimetres.

PERIOSTEOTOME,RIB,ALEXANDER'S 1

PATTERN

IS 6467 : 1989 sound. The handle and the blades shall be properly aligned and well-balanced. 6.3 The scraping edge square with respect to instrument. The edge free from any defect magnification of 10 x . 7 SURFACE 7.1 General All surfaces shall be free from pores, crevices and grinding marks. The instruments shall be supplied free from residual scale, acid, grease and grinding and polishing materials. Compliance with these requirements shall be checked by visual inspection. 7.2 Surface Finish The surface finish reflection-reducing, matt black finish. of the instrument shall be finish, for example satin shall be semi-sharp and the central plane of the shall be well defined and when viewed under a 8.2 Cwrosion Resistance Test The instruments shall be tested in accordance with IS 7531 : 1975. They shall show no sign of corrosion after the test. 9 MARKtNG AND PACKING

CONDITION

9.1 The instruments shall be legibly and indelibly marked with the manufacturer's name, initials or recognized trade-mark; the words `stainless steel' or letters `ss'; and the countrv r of manufacture. 9.2 Each instrument shall be wrapped in a suitable cushioning material like folded tissue It shall then be put in a polyethylene paper. bag or wrapped in wax paper. The instruments shall thereafter be packed in cartons in accordance with the current trade practice. 9.2.1 Alternatively, the instruments may be packed as agreed to between the purchaser and the supplier. 9.3 The packages shall be marked with the name of the instrument, the .manufacturer's name, initials or recognized trade-mark; the words `stainless steel'; and the country of manufacture. 10 SAMPLING 10.1 The scale of sampling and criteria for conformity of the instruments to the requirements of this specification shall be as agreed to ~between the purchaser and the supplier. A recommended sampling plan is given in Annex A.

NOTE - The satin finish should be effected by an appropriate procedure, such as grinding, brushing, electropolishing and, in addition, satin finishing ( glass beading or satin brushing ). The finish should be uniform and smooth and it should reduce glare.

8 TESTS 8.1 Performance Test The scraping end of the periosteotome shall be run on a well-seasoned teak-wood surface along the grain or unfinished side of hard leather. The instrument shall scrape dust and not dig into the wood or leather.

ANNEX A ( Clause 10.1 )
SAMPLING A-l LOT A-l.1 In any consignment, all the instruments produced from the identical material under conditions and having the same surface finish shall constitute a lot. A-2 The number of instruments to be selected from each lot shall depend upon the size of the lot and shall be in accordance with co1 1 and 2 of Table 1. Table 1
Lot Size (1)

OF PERIOSTEOTOME,
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A-3 NUMBER OF TESTS AND CRITERIA FOR CONFORMITY A-3.1 All the instruments selected according to co1 I and 2 of Table 1 shall be examined for shape and dimensions, workmanship, and surface condition ( visual ). An instrument in the sample failing to meet any of these requirements shall be considered as defective. The lot shall be considered was conforming to these requirements if no defective is found in the sample. A-3.2 The lot having been found satisfactory according to A-3.1 shall be further tested for other requirements. For this purpose a subsample of size given in co1 3 of Table 1 shall be taken:' Those instruments in the sub-sample may be selected from those already examined according to A-3.1. Each instrument in the sub-sample shall be subjected to hardness, performance and corrosion resistance tests. The lot shall be declared as conforming to the requirements of the specification if none of the instruments in the sub-sample fails in any of these tests. 2

Scale of Sampling
SamrIg Size 5 5 8 1 1 3"

< Clauses A-2. A-3.1 and A-3.2 l

15 16 to 50 51 ta150 l-51 to and above

upto

A-2.1 These instruments shall be selected from the lot at random and in order to ensure randomness of selection, procedures given in 1s 4905 : 1968 may be followed.
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